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M.H.D.  DUOliOSTICS 
OAS  TKMPKRATDRB  AMD  BMITTAWCB 

I  •  mtrodxio  t  Ion : 

Tho  ej^pected  operating  conditions  couplad  with  the  physical 
rsquirsBsnts  associated  with  the  wagnetohardrodynaale  generation  of 
electrical  power  present  some  ttnlque  challenges  f^m  the  instrumen¬ 
tation  viewpoint.  Some  of  the  Instrumentation  techniques  developed 
In  the  allied  field  of  coiid>ustlon  Ixmtruaentatlon  can  be  expected 
to  make  valuable  contributions  In  the  area  of  diagnostics  related 
to  the  development  of  a  magnetohydrodynamlc  generator.  Oas  tem¬ 
perature  and  emlttance  are  examples  of  significant  parameters  that 
are  common  to  both  combustion  and  anticipated  If.H.D.  Instrumentation 
and  developed  measurement  techniques  are  reviewed. 

II.  CM  TeBq>erature : 

Tk^  expected  temperature  range  of  4Q0O  to  6000^F  Is  not  high 
by  our  present  standards^  however  It  Is  above  the  limit  tbmt  can  be 
measured  by  conventional  Immersion  type  sensors.  Such  radiatl^ 
methods  as  Line  Reversal,  Two  Color  Pyrometry,  Self  Reversal  (Two 
Path  Method)  or  the  Population  Method  (relative  Intensities  of 
spectral  lines)  are  possibilities  fqr  temperature  deteymlxmitlon. 

Let  us  review  the  basic  theory  of  these  methods  and  describe  developed 
systems  that  have  made  them  useful  englneex^ng  tools. 
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A.  Lin«  Reversal: 

Figure  1  ahowB  the  Claeeleel  Line  ReTereal  Method.  (Slide 
#1  Claealcal  Line  Reveraal  Method). 

When  light  fron  a  background  aouree  which  ealta  a  con- 
tlnuoua  apectrua  la  paaaed  through  a  aodlua  colored  gaa  and  viewed 
In  a  apectroacope,  the  aodlua  D  line  doublet  will  appear  either  aa 
bright  (ealaalon)  llnea  or  aa  dark  (abaorptlon)  llnea  depending 
upon  whether  the  brlghtneaa  teaperature  of  the  background  aouree 
la  higher  or  lower  than  the  gaa  teaperature.  When  the  brlghtneaa 
temperature  of  the  background  aouree  aatchea  the  gaa  temperature, 
the  D  llnea  are  Invlalble  agalhat  the  eontlnuua  and  defining  gaa 
temperature  la  ^ly  a  aatter  of  eatabllahlng  the  temperature  of  the 
background  aouree.  The  Claaalcal  Itethod  Incorporated  an  ad jua table 
teaperature  aouree  and  an  laaged  optical  ayatea  which  Halted  the 
teaperature  range  and  the  optical  path  length  that  could  be  acooa- 
aodated. 

Figure  2  ahowa  a  Parallel  Beaa  Line  Reveraal  Syatea. 

(Slide  #2  Parallel  Beaa  Line  Reveraal  Syatea). 

The  background  aouree  and  the  allt  of  the  apectroacope 
are  each  at  the  principal  focua  of  a  lena  with  a  parallel  beaa 
between  the  two  lenaea.  The  background  aouree  la  the  poaltlve 
crater  of  a  B.C.  carbon  arc  which  la  aalntalned  at  a  conatant 
brlghtneaa  teaparature  of  6200^.  The  reveraal  or  aatohlng  con¬ 
dition  la  obtained  by  varying  the  radiant  energy  from  the  aouree 
to  the  flame  by  meana  of  a  calibrated  variable  tranamisalon  rotating 
aector  dlac.  Such  a  ayatem  haa  been  operated  with  optical  path 
lengtha  In  exeeaa  of  100  feet. 
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B.  Seir  Reversal  or  Two  Path  Nethodt 


(Slide  #3  Planck's  and  Vlen's  Blaokbody  Equations  and 
Vlen's  Non-Blaokbody  Equation). 

Planck's  law  expresses  the  relation  of  the  radiant  in¬ 
tensity,  j,  of  a  blaokbody  as  a  function  of  wavelength,  and 
absolute  tenperature,  T. 


Cl  \-5 
C2 

-1 


Where  Ci  and  Cg  are  constants. 


For  values  of  the  product  TvT  less  than  3000  micron  degrees  K, 
Planck's  equation  can  be  replaced  by  Vien's  equation  which  gives 
the  spectral  energy  distribution  with  an  error  of  less  than  1^. 
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Wien'S  equation  can  be  used  to  calculate  the  teq>erature  of  a  non- 
blaokbody  if  the  spectral  emlssivity  is  known. 

Measured  values  of  Jx  and  sAy  then,  be  used  to  calculate  tenpera¬ 
ture.  One  method  of  determining  the  emittance  of  a  flame  is  to 
determine  the  ratio  of  the  flame  intensity  when  viewed  against  a 
mirror  (intensity  plus  non-absoirbed  reflected  Intensity)  to  the 
flame  intensity  viewed  against  a  non-reflecting  background. 
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At  an  Isolated  wavelength^  this  may  be  expressed  as 


where  ■  emlttance  @  wavelength  ^ 

JL  “  reflectance  of  mirror 

J|f  »  Intensity  viewed  against  mirror 

Jp  «  Intensity  viewed  against  non- 
reflecting  baclcground 

Figure  3  shows  the  Classical  Two  Path  Method.  (Slide  #4 
Classical  Two  Path  Method  and  Equation). 

The  optical  system  of  the  Classical  Two  Path  Method  consists 
of  two  nearly  coincident  paths  throiigh  the  flame.  One  views  the 
flame  against  a  mirror  and  the  other  against  a  black  surface.  This 
system  requires  no  source  of  known  temperature  but  requires  two 
detectors  and  offers  considerable  experimental  difficulty  in  ef¬ 
fecting  and  maintaining  critical  optical  alignment. 

C.  Two  Color  Pyrometry: 

The  Two  Color  Pyrometer  determines  temperature  from  the 
ratio  of  the  Intensities  at  two  wavelengths.  This  method  Is  ap¬ 
plicable  If  the  emlsslvltles  at  the  Isolated  wavelengths  are  equal. 

D .  Population  Method : 

Relative  Intensity  of  Two  Spectral  Lines 

The  Intensity  of  a  spectral  line  Is  a  function  of  the 
population  of  the  energy  levels  which  give  rise  to  the  line.  If 
the  excitation  Is  thermal,  then  according  to  Boltzmann  Statistics, 
the  Intensities  of  two  spectral  lines  from  the  same  element  are 
given  by: 
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(8114?  #7  Population  Nathod  Equations) 

-Bl 

II  -  Ho  gi  e  Al  hf  1 


-®2 

g2  e  A2  hf2 


Where  I  «  Intensity 

No  "  population  of  ground  state 
g  «  statistical  weight 
B  ■>  excitation  energy 
K  ■  Boltzmann  constant 
T  >  absolute  tevqperature 
A  ■  transition  probability 
h  ■>  Planck's  constant 
f  »  frequency  of  line 

and  dividing  gives: 


£l  _  ^1  gl  ^1 
l2  A2  g2  ^2 


II 

Is  determined  by  spectrographlc  means.  and  g;|^  may  be  cal¬ 
culated  by  quantum  mechanics  or  preferably  determined  experimentally. 
For  selected  lines  the  Intensity  ratio  may  be  plotted  against  tem¬ 
perature  as  a  working  curve. 
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III.  Gas  Emlttance: 

The  gas  emlttance  Is  significant  from  the  design  and  material 
viewpoints  since,  for  a  given  operating  temperature,  the  radiant 
heat  transfer  to  the  walls  is  directly  proportional  to  gas  emlttance. 
A  similar  situation  is  encovintered  in  gas  turbine  type  combustion 
systems . 

Kirchhoff’s  law  is  usually  the  basis  for  determining  the 
emlttance  of  gases  and  flames.  This  law  states  that  for  a  thermal 
radiator  of  any  kind  and  for  any  wavelength  the  emlsslvity  is 
equal  to  the  absorptivity.  Therefore  a  measurement  of  the  ab¬ 
sorption  at  a  chosen  wavelength  by  the  gas  of  radiation  passing 
through  it  gives  a  measure  of  absorptance  and  this  value  is  equal 
to  the  emlttance  at  that  wavelength.  Experimenters  in  the  field 
have  used  various  methods  to  determine  the  spectral  emlttance 
values  of  gases  by  measuring  the  absorptance  from  a  suitable 
source  through  the  gas.  The  Schmidt  Method  has  been  used  by 
such  recognized  authorities  as:  Silverman,  Saxmders,  Hornbeck, 
and  Tourln  (see  references).  The  essentials  of  this  method  are 
shown  in  Figure  4.  (Slide  #8  Schmidt  Emlttance  Method). 
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A  so\irce  of  continuous  radiation  (such  as  a  silicon  carbide 
globar)  Is  placed  on  one  side  of  the  flame  and  a  spectrometer  on 
the  opposite  side.  The  spectrometer  Is  capable  of  Isolating  a  very 
narrow  wavelength  band  that  can  for  all  practical  purposes  be  con¬ 
sidered  monochromatic.  At  a  chosen  wavelength  It  Is  then  possible 
to  obtain  the  following  Indications: 

1.  The  Intensity  of  the  flame  alone  (blank  the  globar). 

2.  The  Intensity  of  the  globar  source  alone  (turn  off 
flame). 

3.  The  combined  Intensity  from  the  flame  and  globar. 

From  these  Indications  the  monochromatic  emlttance  may  be  calcu¬ 
lated. 

If  a  flame  could  be  held  stable  for  a  long  enough  period 
of  time.  It  would  be  possible  to  determine  the  spectral  emlttance 
at  closely  spaced  wavelength  intervale  and  arrive  at  total  emlttance 
which  Is  the  Integral  of  spectral  emlsslvlty  over  the  wavelength 
Interval  of  zero  to  Infinity. 

A  more  direct  approach  to  determining  total  emlttance  Is: 

!•  Measure  the  total  radiated  energy  by  means  of  a 
radiometer. 

2.  Measure  the  gas  temperature. 

3«  Calculate  the  absorptance  which  Is  equal  to  the 
emlttance. 

This  approach  has  been  used  to  determine  the  radiant  heat 
transfer  on  such  related  problems  as: 
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1. 


A  10  inch  diameter  laboratory  combustor  to  facilitate 
predicting  radiant  heat  transfer  from  larger  com¬ 
bustors, 

2.  Jet  engine  afterburner  operating  on  high  energy  fuels. 
3*  Jet  engine  main  combustor  operating  on  hydrocarbon 
fuel. 

(Slide  #9  -  Emittance  Results) 

Some  of  the  results  of  these  tests  are  summarized  below. 


10"  Diameter  Combustion  Chamber 


Type  Fuel 

Flame  Temperature  °F 

Emittance 

Bunker  "C" 

2500 

0.48 

Bunker  "C" 

2375 

0.47 

Diesel 

2400 

0.25 

Main  Combustor  -  Aircraft  Qas 

Turbine 

Type  Fuel 

Flame  Temperature  ^F 

Emittance 

JP-6 

2510 

0.13 

JP-6 

2790 

0.17 

JP-6 

2870 

0.25 

The  relatively  high  emittance  values  obtained  on  the  Bunker  "C" 
flame  can  be  partly  attributed  to  the  fact  that  the  mixture  was 
purposely  adjusted  to  fuel  rich  conditions  to  obtain  the  highest 


possible  emlttance  which  would  present  the  most  severe  design 
problem.  Since  associated  with  fuel  rich  conditions  Is  a  lower 
gas  temperature^  these  conditions  are  not  expected  In  proposed 
N.H.D.  channels. 

The  major  difference  between  the  expected  flames  and  those 
encountered  In  other  combustion  systems  arises  from  the  addition 
of  seed  material.  Since  the  alkali  metals  have  the  lowest  Ioni¬ 
zation  potential they  are  the  potential  seed  materials.  Previous 
observations  of  sodium  seeded  flames  such  as  the  exhaust  of  rocket 
engines  have  not  revealed  any  appreciable  contlnuoxis  radiation. 
Spectrograms  obtained  In  the  laboratory  from  flames  seeded  heavily 
with  potassium  carbonate  show  nine  spectral  lines  from  the  excited 
states  of  potassium  and  three  lines  from  the  excited  states  of 
singly  ionized  potassium.  These  spectral  lines  were  superimposed 
on  a  rather  weak  continuous  background.  This  Is  evidence  that 
the  continuous  radiation  resulting  from  single  Ionization  of  only 
one  kind  of  atom  Is  rather  Insignificant  from  the  radiant  heat 
transfer  viewpoint. 
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